From:DFS 8047866139 Q7/24/2017 12:51 #7755 P.OOS/036

Department of Forensic Science
Breath Alcohol Analysis Log

05/19/2017 to 06/16/2017 19-Jul-17

tnstrument Serial Number: 310584 Test #: 002136 Subject Test
Start Date/Time: 056/21/2017 DO:56 Systam Check: Passed RemoteiL ocal: Local
Operator's Last Name: BLANK First Name: ALEXANDER Middle Initial: J
Agency: Charlotiesville PD License Number: 28789
Gard Serial Nurmber: 128789 Effective Date: 068/01/2016 Expiration Date: 061012018
Subjact’s | ast Name: First Name: Middle Initial:
Birth Date: Driver's Licanse: Expiration: State:
Court Name: CHARLOTTESVILLE GEN DiST End DatefTime: 05/21/2017 01:04
Gender: Raportad AC Sampie Date/Time: 057212017 0103 Reported AC: ’

Data Type: DIAG Sample Value: Pass Sample Time: 00:56

Data Type: BLK Sample Value: 0.000 Sampie Time: 00:57

Data Type: CHK Samptle Value: 0.100 Sample Tima: 00:57

Data Type: BLK Sample Value: 0.000 Sample Time; 00:59

Data Type: 5uBJ Sample Valua: L Sample Time: 01:03

Data Type: BLK Sample Value: 0.000 Sample Time: 01.04
Standard Type: Ory Gas Std Standard Value: 0.098 Stardard Lot Number: AGEI7401-20
Standard Expiration Date: 06122/2018 Tank Pressure: 1022 Barometric Prossure: 751 mmhg
Blow Sampis Number: 1 Blow Duration: 0.67 sec Blow Volume: 161 ¢ce End-of-Blow Time: 0059
Blow Sample Number; 2 Blow Duration: 0.66 sec Biow Voiume: 160 gc End-of-Blow Time: 01:00
Biow Sample Number; 3 Biow Duration: 0.94 sec Blow Voiume:; KRL: Neid] End-of-Blow Time: 01:01
Biow Sampie Number: 4 Blow Duration: 0.71sec Blow Volumes: 160 ¢c Engd-of-Blow Tima: 01:02
Tast Status: Deficient Sample Test Status Code: 45 Tamper Evident Stamp: 381babsc
Instrument Sarlal Number: 010584 Test #: 002137 Subject Test
Start Oate/Time: 05/21/2017 01:06 System Check: Passed RemotefLocal: Local
Operator's Last Name: BLANK First Name: ALEXANDER Middie Initial: J
Agency: Charlottesville PD Licensa Number: 2878%
Card Serial Number: 128789 Effective Date: 06/01/2016 Expiration Date: 06/01/2018
Subject’'s Last Nama: First Name: Middie nitial:
Rirth Date: Driver's Licensa: Expiration: State:
Court Name: CHARLOTTESVILLE GEN DIST End DatefTime: 052172017 D1:16
Gender: Reported AC Sample Date/Time: 052112017 01:15 Reported AC:

Data Type: CIAG Sample Value: Pass Sample Time: 01:07

Data Type: BLK Sample Value: 0.000 Sample Time: 01:.07

Data Type: CHK Sample Value: 0699 Sample Time: 01:08

Data Type: BLK Sample Vatue: 0.000 Sample Time; 01:09

Data Type: SuBJ Sample Value: p178 Sample Time: 01:10

Data Type: BLK Sample Value: 0.000 Sample Time: 01:11

Data Type: susJ Sample Value: e Sample Time: 01:15

Data Type: BLK Sample Value: 0.000 Sample Time: 0116
Standard Type: Dry Gas Sid Standard Value: 0.099 Stardard Lot Number: AGBE17401-20
Standard Explration Date: 0612212018 Tank Pressure: 1017 Barometric Pressure: 751 mmHg
Blow Sample Number: 1 Blow Duration: 5.585sec Blow Volume: 2003 ce End-of-Blow Time: 01:10
Blow Sample Number: 2 Blow Duration: 248 sec Biow Volume: 899 cc End-of-Blow Time: 01:13
Blow Sample Number: 3 Blow Duration: 0.82sec Biow Voluma: 3i0¢cc End-of-Blow Time: 01:13
Blow Sample Number: 4 Blow Duration: 179 sec Bliow Velumae: 874 cc End-of-Blow Time: 01:14
Test Status; Deficient Sampie Tast Status Code: 45 Tampar Evidant Stamp: 1dedb1b1
Instrument Setlal Number: 010584 Test #: 002138 Subject Test
Start Date/Time: 05/21/2017 02:17 Systam Check: Passeg Remote/Locai: Local
Operator's Last Name: BLANK First Name: ALEXANDER Middle Inltial: J
Agency: Charlotiesville PD License Number: 287689
Card Serlal Numbar: 128789 Effactive Date: N6/01/2016 Explration Date: 06/01/2018
Subject's Last Name: First Name: Middle initiat:
Birth Date: Driver's License: Expiration: State:
Court Name: CHARLDTTESVILLE GEN DIST End Date/Time: 05/21/2017 02:25
Gender: Reported AC Sampie Date/Time: 0612112017 02:24 Reported AC: 0.18

Data Type: OIAG Sample Value: Pass Sample Time: 02:17

Data Type: BLK Sampte Vaiue: 0.000 Sample Time: 02:18

Data Type: CHK Sample Value: 0098 Sample Time: 02:18

Data Type: BLK Sample Value: 0.000 Sample Time: 02:2¢

Data Type: SUBJ Sample Value: 0197 Sample Time: D2:21

Data Type: BLK Sample Valua: 0.000 Sample Time: 02:23

Data Type: SUBY Sample Value: 0189 Sample Time: 02:24

Data Type: BLK Sample Valua: 0.000 Sampie Time: 02:25
Standard Type: Dry Gas Std Stangard Value: 0.099 Stardard Lot Number: AGB17401-20
Standard Expiration Data: 06/22/2018 Tank Pressure: 1012 Baromatric Pressura: 751 mmHg
Blow Sample Number: 1 Blow Quration: 0.17 sec Blow Volume: 35¢cc End-of-Blow Time: 02:20
Blow Sample Number: 2 Blow Duration: 6.75 sec Blow Volume: 2619 ¢cc End-of-8low Time: 0z2:21
Blow Sample Number: 3 Biow Duration: 573 sec Blow Volume: 1829 cc End-of-Blow Time: 02:24
Test Status: Success Test Status Code: Q Tamper Evident Stamp: foéifodcd

Information contained herein is maintained for the statistica) and quality assurunce perposes And is not intended to replace of supersede the resulls printed on the
Certificnte of Blood Alcabol Analysis produced 4t the time of lest, No inferences should be made from the refative values of the first and second (or third) breath

samples.
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From:DFS 8047866139 O7/247/2017 12:52 #7775 P.O06G/ D36

Instrument Seriai Number: 010584 Test #: 002139 Subject Test
Start Date/Time: 057252017 0832 System Check: Passed Remote/local: Local
Operator's Last Name: QETTINGER First Name: HALEY Middle Initial: L
Agency: DF5 Central Lab License Mumber: 29944
Card Serial Number; 129544 Effective Date: 10/01/2015 Expiration Date: 1010172018
Subject's Last Name: First Name: Middle Initiaf:
Birth Date: Drivers License: Expiration: State:
Court Name: DFS End Date/Time: 0572512017 08:39
Gender: Repeorted AC Sample Date/Time: 054252017 08:28 Reported AG: .00

Data Type. DIAG Sample Value; Pass Sample Time: 0B 32

Data Type: BLK Sample Value: 0.000 Sample Time: £8:33

Data Type: CHK Sample Value: 0.097 Sampla Time: 08.34

Data Type: BLK Sample Value: 0.000 Sampla Time: 08:35

Data Type: SuBy Sample Value: 0000 Sample Time: 08:386

Data Type: BLK Sample Value: 0.000 Sample Time: 08.37

Data Type: suBy Sample Value: 0.000 Sample Time: 08:38

Data Type: BLK Sample Value; 0.000 Sample Time: 08:39
Standard Type: Dry Gas Std Standard Value: 0.096 Stardard Lot Number: AGB17401-20
Standard Expiration Date: 06/22/2018 Tank Pressure: 1017 Barometric Pressure: 732 mmHg
Biow Sample Number: 1 Blow Duratiom: 2.94 sec Blow Volume: 1740 cC End-of-Blow Time: 0836
Blow Sample Numbar: 2 Blow Duration: 3.00 se; Blow Volume: 1716 ec End-of-Blow Time: 0838
Test Status: Success Test Status Code: 0 Tamper Evident Stamp: 782773ch
Instrument Sariat Number; 010584 Yest 8. 002140 Accuracy Check
Start Date/Time: 051252017 08.51 System Check: Passed RemoteiLocal: Local

Calibration CRC: 698C0OARS

Cata Type: BLK Sample Value: 0.060 Sample Time: 0B.53

Data Type: CHK Sample Value: 0.293 Sample Time: 08:53

Data Type: BLK Sample Vailue: 0.000 Sample Time: 08:55

Data Type: CHK Sampie Value: 0292 Sample Time: 08:55

Data Type: BLK Sample Value: 0.000 Sample Time: 08.57

Data Type: CHK Sample Value: 0.292 Sample Time: D8:58
Stzndard Type: Dry Gas Std Standard Value: 0.289 Stardard Lot Number: AGE28601-10
Standard Expiration Date: 10112/2018 Tank Pressure: 154 Barometric Pressure; 732 mmHg
Test Status: Success Tast Status Code: 0 Tamper Evident Stamp: 47285012
Instrument Serial Number: 010584 Tost #: 002141 Accuracy Check
Start Date/Time: 05/25/2017 09:02 System Chack: Passed Remote/Lacal: Local

Calibration CRC: 698CCABS

Data Type: BLK Sample Value: 0.000 Sampie Time: 09:03

Data Type: CHK Sample Value: 0.096 Sampie Time: 08:03

Data Type: BILK Sample Value: 0.000 Sampia Time: 09:05

Data Type: CHK Sample Vaiue: 0.096 Sample Time; 0806

Data Type: BLK Sample Value: 0.000 Sample Time: 08:07

Data Type: CHK Sample Value: 0.095 Sample Time: 08:08
Standard Type: Dry Gas Std Standard Value: 0.098 Stardard Lot Number: AG617401-20
Standard Expiration Date: 06/22/2018 Tank Pressure: 1002 Barometric Pressure: 732 mmHg
Test Status: Success Test Status Coda: 0 Tamper Evident Stamp: 371883b
Instrument Serial Number: 010584 Test ¥: 002142 Subject Test
Start Date/Tima: 05/25/2017 09:10 System Check: Passed Remote/Local: Local
Operator's Last Name: OETTINGER First Name: HALEY Middle Initial: L
Agancy: DFS Central Lab License Number: 29944
Card Serial Number: 129944 Effective Date: 10/01/2016 Expiration Date: 10/01/201 8
Suhject's Last Nama: First Name: Middie Initial:
Birth Date: Driver's License: Expiration: State:
Court Name: CFs End Date/Yime: 05/25/2017 D17
Gender: Reported AC Sample Date/Yime: 05/25/2017 09:18 Reported AC: 0.00

Data Type: DIAG Sample Value: Pass Sample Time: 09:10

Data Type: BLK Saimple Value: 0.00C Sample Time: 09:11

Data Type: CHK Sample Value: 0.056 Sample Time: 09:12

Data Type: BLK Sampie Value: 0.06C Sample Time: 09:13

Data Type: SuBJ Sample Valug: 0.060 Sample Time: 09:14

Data Type: BLK Sample Value: 0.000 Sample Time: 09:15

Data Type: svad Sample Valua: 0.000 Sample Time: 09:18

Data Type: BLK Sample Value: 0.000 Sample Time: 09:17
Standard Type: Dry Gas Std Standard Value: 0.096 Stardard Lot Number: AGH17401-20
Standard Expiration Date: 06/22/2018 Tank Pressure: 887 Barometric Pressure; 732 mmHg
Bliow Sampla Number: 1 Blow Duration: 3.14 sec Blow Volume: 1754 ce End-of-Blow Time: 094
Biow Sample Number: 2 Blow Duration: 2.60 sec Btow Volumae: 1624 cc End-of-Bfow Time: 09:16
Test Status: Success Test Status Code: 0 Tamper Evident Stamp: 6e845694

Information contained hercin is mainfained for (he siatistical and quality assurance purposes and s nol intended 1o replace of supersede the results peinted on the
Certificate of Blood Alcohot Analysis produced at the time of 1est, No inferences should be made from the relative values of the first and second (or third) breath

samples.
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FromDFS B047866139 07/24/2077 12:62 #7755 P.OO7/036

Instrumen? Serial Number: 010584 Test# 002143 Subject Test
Start Date/Y ime: 05/26f2017 00:33 System Check: Passed Remote/Local: Locat
Cperators Last Name: FINK First Namae: JAMES Middie Initial: E
Agency: Chariottesviile PD License Numbaer: 28658
Card Serial Number: 128658 Effactive Date: 06/01/2016 Expiration Date: 06/01/2018
Subject’s Last Name: First Name: Middle Initial:
Birth Date: Driver's License: Expiration: State:
Court Name: CHARLOTTESVILLE GDC End Date/Time: 05:26/2017 00:40
Gender: Reported AC Sample Date/Tims: 05/26/2017 00:38 Reportad AC: 0.11

Cats Type: DIAG Sample Value: Pass Sample Time: 0033

Cata Type: BLK Sample Valuse: 0.000 Sample Tima: 00:34

Data Type: CH¥ Sample Valua: 0.097 Sample Time: 00:34

Data Type: BLK Sample Value: 0.000 Sample Time: 00:36

Data Type: SUBJ Sampla Value: 0112 Sample Time: 0036

Data Type: BLK Sample Value: 0.000 : Sample Tima: 00:38

Data Type: SUB.J Sample Valug: 0.113 Sample Time: 00:39

Data Type: BLK Sample Value; 0.000 Sample Time: 00:40
Standard Type: Cry Gas Sid Standard Value: 0.097 Stardard Lot Number: AGE17401-20
Standard Expiration Date: 06/22/2018 Tank Pressure: 987 Barometric Prassure: 735 mmHg
Blow Sample Number: 1 Blow Duration; 565 sec Biow Veluma: 2061 ¢c¢ End-of-Blow Time: 00:36
Blow Sample Number: 2 Blow Duration: 468 sec Blow Volume: 2306 cc End-of-Blow Time: 00:39
Test Status: Success Test Status Code: 0 Tamper Evident Stamp: 840co182
Instrument Serial Number: 010584 Test 8. 02144 Subject Test
Start Date/Time: 05/26/2017 1944 Systemn Check: Passed Remotail ocal: Local
Cperator's Last Name: ZAMBROTTA First Name: COMINICK Middle Initial: P
Agency: Albemarle County PD License Number: 25308
Card Sarlal Number: 125308 Effective Date: DBIC120186 Expiration Date: 06/0112018
Subject’s Last Name: First Name: Middle Initial:
Birth Date: Driver's License: Expiration: State:
Court Name: ALBEMARLE COUNTY JOR End DatefTima: 05/26/2017 19:51
Gender: Reported AC Sample Date/Time: 0B/26/2017 19:50 Reponed AC: 0.1

Data Type: DIAG Sample Value: Pass Sample Time: 19:44

Data Type: BLK Sample Value: 0.000 Sampla Time: 19:45

Data Type: CHK Sample Value: 0.098 Sample Time: 19:46

Data Type: BLK Sample Value: 0.000 Sample Time: 158:47

Data Type: suBJ Sample Value: 0118 Sample Time: 18:48

Data Type: BLK Sample Value: 0.000 Sample Time: 18:49

Data Type: sual Sample Value: 012 Sample Time: 19:5Q

Data Type: BLK Sample Value: 0.000 Sample Time: 18:51
Standard Type: Ory Gas Std Standard Value: 0.098 Stardard Lot Number: AGH17401-20
Standarg Explration Date: 06/22/2018 Tank Pressure: 987 Barometric Prassure: 741 mmHg
Blow Sample Number: 1 Blow Duration: 5.73sec Blow Velume: 1603 cc End-of-Blow Tima: 19:48
Biow Sample Numbaer: 2 Blow Duration: 3.58 sec Blow Volume: 1663 cc End-pf-Blow Time: 19:50
Test Status: Success Test Status Coda: 0 Tamper Evident Stamp: a381de?3
Instrument Serial Number: 010584 Test ¥, 002145 Subject Test
Start Date/Time: 0512712017 05.16 System Check: Passed Remgote/Local: Local
Operater's Last Name: BLACKWELL First Name: RYAN Middle inftial: c
Agency: Charlchesville PD Licanse Number: 26222
Card Serial Number: 126222 Effsctive Date: 04/01/2018 Expiration Date; 011012018
Subject's Last Namae: First Name: Middle Inftial:

_Birth Date: Oriver's License: Expiraticn: State:

Court Name: CHARLOTTESVILLE GEN DIST. End Date/Tims: 0512712017 05:24
Gender. Reported AC Sampla Date/Time: 05/2712017 0520 Reported AC. 011

Data Type: DIAG Sample Value: Fass Sample Tima: 05:16

Data Type: BLK Sample Value: 0.000 Sample Time: 05:17

Data Type: CHK Sample Vzlue: 0.088 Sample Time: 05:18

Data Type: BLK Sample Value: 0.000 Sample Time: 05:19

Data Type: SuUBJ Sample Value: 0.118 Sampia Time: 05:20

Data Type: BLK Sample Value: 0.000 Sampie Time: Q5:27

Data Type: susd Sample Vailue: 0119 Sampie Time: 05:22

Data Type: BLX Sample Value; 0.000 Sample Time: 05:23
Standard Type: Dry Gas Std Standard Value: 0.098 Stardard Lot Number: AGE17401-20
Standard Expiration Data: 06/22/2018 Tank Pressure: Q82 Barometric Pressure: 742 mmHg
Blow Sample Number: 1 Slow Duration: 6.03 sec Biow Yolume: 1582 cc End-of-Blow Time: 05:20
Blow Sample Number: 2 8low Duration: 5.03 sec Blow Velume: 1671 cc End-ot-Blow Time: 05:22
Test Status; Success Test Status Code: 0 Tamper Evident Stamp: a8bed130

[nformation contained herein is maintained for the statistica] and quality ussuraace purposes and is nol intended to replace of supersede the resnlts printed on the
Certificate of Blood Alcohol Analysis produccd at the fime of test. No inferences should be made from the retative values of the first and second (or third) breath

samples.
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From:DFS

{nstrument Serial Number: 010584
Start Date/Time; 06/2712017 05:43
Operator's Last Name: SACHNO, (11

Agency:

Card Serlal Numbaer:

Virginia State Police

126597

Subject’'s Last Name:

8047866139

Test #: 002146 Subject Test
System Chack; Passed Remote/lccal:
First Name: ROMAN
License Numbaer:
Effactive Date: 01012016 Expiration Date:
First Nama:

O7/24/2017 12:53

#7755 P.ODB/036

Local

Middle Initial:

26597

01/01/2018

Middle initiad:

Birth Date; Driver's License: Expiration: State:
Court Name: ALBEMARLE GEN DIST End Dats/Time: 052712017 05:54
Gender: Reported AC Sampie Date/Time: 05/2712017 05:53 Reported AC: 0.14

Data Type: DIAG Sample Value: Pass Sample Time: 05.44

Data Typae: BLK Sample Vaiue: 0.000 Sample Time: 05:45

Cata Type: CHK Sample Value: 0.097 Sampie Tims: 05:45

Data Type: BLK Sample Value: 0.000 Sample Time: 05:47

Data Type: sUBJ Sample Value: 0.149 Sample Time: 05:50

Data Type: BLK Sample Valua: D.aoo Sample Time: 05:61

Data Type: SUBJ Sample Value: 0.140 Sampls Time: 05:53

Data Type: BLK Sample Vatue: 0.000 Sample Time: 035:54
Standard Type: Dry Gas Std Standard Value: 0.098 Stardard Lot Number: AGB17401-20
Standard Expiration Date: 06222018 Tank Pressure: 977 Barometric Prassure: 742 mmHg
Biow Sample Number: 1 Biow Duration: 3.24 sec Blow Volume: 807 cc End-of-Blow Tima: 05:47
Blow Sampie Number: 2 Blow Duration: 0.07 sec Blow Volumea: 14 cc End-of-Blow Time: 05:48
Blow Sample Number: 3 Blow Duration: 0.10 sec Blow Volume: 20 cc Eng-of-Blow Time: 05:49
Biow Sample Number: 4 Blow Duration: 4.07 sec Blow Volume: 1779 ¢c End-of-Blow Time: 05:50
Blow Sample Number: 5 Blow Duration: 4.35 sec Blow Voluma: 1937 cc End-of-Blow Time: 05:53
Test Status: Success Tost Status Code: 0 Tamper Evident Stamp: 981cdebe
Instrument Serial Number: Q10584 Test #: 002147 Subject Test
Start Date/Time: 05/28/2017 11:18 System Check: Passed Ramote/local: tocal
Operator's Last Name: FLiPPIN First Name: CASEY Middle initial: D
Agency: Albernarle County PD License Numbar: 28178
Card Serial Number: 128178 Effective Date: 10/01/2015 Expiration Date: 10/01/2017
Subject's Last Name: Flrst Name: Middle Initial:
Birth Date: Oriver's License: Expiration: State:
Court Name: ALBEMARLE CO GEN DIST End DatefTime: R528/2017 1126
Gander: Reported AC Sample Date/Time: 05/2812017 11:22 Reported AC: 0.12

Data Type: DIAG Sampie Value: Pass Sample Time: 11:18

Data Typa: BLK Sample Value: 0.000 Sample Time: 1%:19

Data Type: CHK Sample Value: 0.097 Sample Time: 11.20

Data Type: BLK Sampie Value: 0.000 Sample Time: 11:21

Data Type: suad Sample Value: 0.1214 Sample Time: 11:22

Data Type: BLK Sample Value: 0.000 Sample Time: 11:23

Data Type: SuUBY Sample Value: 0122 Sampie Time: 11:24

Data Type: BLK Sample Valua: £.000 Sample Time: 11:25
Standard Type: Dry Gas Std Standard Vaiue: 0.098 Stardard Lot Number: AGB17401-20
Standard Expiration Date: 08/22/2018 Tank Pressure; a73 Barometric Pressure: 741 mmMg
Blow Sample Number: 1 Blow Duratlon: 4.58 sec Blow Volume: 1602 cc End-of-Blow Tima: 11:22
Blow Sample Number: 2 Biow Duratlon: 502 sec Blow Volumes: 1728 cc End-of-Biow Tima: 11:24
Test Status: Success Test Status Code; 0 Tamper Evident Stamp: e3630708
Instrument Serial Number: 010584 Test ¥ 002148 Subject Test
Start Date/Time: Q8282017 151 System Check: Passed Remeote/Local: Local
Cperator's Last Name: ZAMBROTTA First Name: DOMINICK Middie nitial: p
Agency: Albemarie County PD License Number: 25306
Card Serial Number: 125306 Effective Date: 06/01/2018 Exglration Date: 06/01/2018
Subjoct's Last Name: First Nama: Middle Initial:
Birth Date: Drivers License: Expiration: State:
Court Name: Al BEMARLE COUNTY GOC End Date/Time: 05/28/2017 15:23
Gender: Reported AC Sample Data/Time: 05/2812017 1522 Reportad AC:

' Data Type: DIAG Sample Value: rass Sample Time: 1511

Cata Type: BLK Sample Value: 0.000 Sample Time: 1512

Data Type: CHK Sample Value: 0.097 Samgle Time: 1513

Oata Type: BLK Sample Value: 0.000 Sample Time: 1514

Data Type: SuUBJ Sample Value: 0.316 Sample Time: 15:16

Data Type: BLK Sample Value: 0.000 Sample Time: 1518

Data Type: SUBJ Sample Value: " Sampie Time: 16:21

Data Type: BLK Sample Valua: 0.000 Sample Time: 1522
Standard Type: Dry Gas Std Standard Valua: Loa7 Stardard Lot Number: AGB17401-2D
Standard Expiration Date: 06/22/2018 Tank Prassure: o968 Barometric Pressure: 740 mmHg
Blow Sampiae Number: 1 Btow Duration: 223 sec Blow Volumae: 862 cc End-of-Blow Time: 15:15
Blow Sample Number: 2 Blow Duration: 4.11sec Blow Volume: 1707 cc End-of-Btow Time: 15:16
Blow Sampla Mumber: 3 Blow Duration: 31gsec Blow Volume: 1373 cc End-of-Blow Time: 1519
Blow Sampie Number: 4 Blow Duration: 234 sec Biow Volume: 1070 cc End-of-Blow Time: 15:20
Blow Sample Number: 5 Blow Duration. 237 sec Blow Volume: 1017 ¢ End-of-Blow Time: 15:21
Test Status: Ceficient Sample Test Status Code: 45 Tamper Evident Stamp: 1B615213a

Information contained herein is maintained for the statistica) and guality assurance purposes and is not intended to replace of supersede the results printed on the
Certificate of Blood Alcahol Annlysis produced at the time of test. No inferences should be made from the relative values of the first and secand (or third) breath

samples,
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From:DFS 8047866139 O7/24/2017 12:54 #7755 P.O09/036

Instrumant Serial Number: 010584 Test #: 002148 Subject Test
Start Dato/Time; 0512812017 15:24 System Check: Passed Remote/Local: Local
Operator's Last Nama: ZAMBROTTA First Name: DOMINICK Middie tnittal: P
Agency: Albernarte County PD License Number: 25306
Card Serial Number: 125306 Effective Date: 06/01/2016 Expiration Data: 06/0112018
Subject's Last Name: First Name: Middle initial:
Birth Date: Driver's License: Explration: State:
Court Name: ALBEMARLE COUNTY GDC End DatefTime: 05/28/2017 15:32
Gender: Reported AC Sample Date/Time:; 05/28/2017 1531 Reported AC:

Data Type: DIAG Sample Vatue: Pass Sample Time: 15:24

Data Type: BLK Sample Valua: ©.000 Sample Time: 158:28

Data Type: CHK Sample Value: 0.096 Sample Time: 15:26

Data Typa: BLK Sample Value: 0.000 Sample Time: 1527

Data Type: SUBJ Sample value: i Sample Time: 15:27

Data Typa: BLK Sample Value: 0.000 Sample Time: 15:31
Standard Type: Dry Gas Std Standard Value: 0.097 Stardard Lot Number: AGE17401-20
Standard Expiration Date: 0812212018 Tank Pressure: 883 Barometric Pressure: 740 mmHg
Test Status: No Sample Given Tost Status Code: 4 Tamper Evident Stamp: 68625420
instrument Serial Number: 0105884 Tost #: 002150 Subject Test
Start DateiTima: 06/01/2017 04.22 Systemn Check: Passed Remoteilocal: Local
Operator's Last Name: LEVY First Name: CHRISTOPHER Middie Initial: M
Agency: Albemnarie County PD License Number: 26574
Card Serial Number: 128574 Effective Date: 0910142015 Expiration Date: 09/01/2017
Suhject's Last Name: First Name: Middie injtiai:
Birth Date: Driver's License: Expiration: State:
Court Name: ALBEMARLE CC GDRC End DatefTime: 06/01/2017 04:30
Gender: Reported AC Sampile Date/Time: 05/01/201 7 04:29 Raported AC:

Data Type: DIAG Sample Valve: Pass Sampla Time: 04:22

Data Type: BLK Sampla Value: 0.000 Sample Time: 04:23

Oata Type: CHK Sample Vaiue: 0.098 Sample Time: 04:24

Data Type: BLK Sample Vaiue: 0.000 Sample Time: 04:25

Data Typa: SuUBJ Sample Value: " Sample Time: 04:28

Data Type: BiK Sample Value: o.0o0 Sample Tima: 04:29
Standard Type: Dry Gas Std Standard Value: 0.098 Stardard Lot Number: AGH17401-20
Standard Expiration Qate: 06/22/2018 Tank Pressure: 963 Barometric Pressure: 744 mmHg
Blow Sample Number: 1 Blow Duration: 2.08 sec Blow Volume; 107 ce End-of-Blow Time: 04:26
Blow Sample Number: 2 Blow Duration: 2.25 sec Blow Volume: 728 ce End-of-Biow Time: 04.27
Blow Sample Number; 3 Blow Duration: 0.32 sec Biow Volume: 69 cc End-of-Blow Time: 04:28
Test Status: Deficient Sample Test Status Code: 45 Tamper Evidant Stamp; bf80a01a
Instrumant Serial Number: 010584 Test #: 002151 Subjecl Test
Start Date/Time: 06/02/2017 00.06 System Check: Passed Remotel/Local: Local
Operator's Last Name: HICKORY First Name: JONATHAN Middie initlai: E
Agaacy: Albemare County PO License Number: 23453
Card Serial Numbaer; 123453 Effective Date: 1010112015 Expiration Date: 10/01/2017
Subject's Last Name: First Name: Middle Initial:
Birth Date: Driver's License: Expiration: State:
Court Nama: ALBEMARLE COUNTY GEM DIS End Date/Time: 06/02/2017 00:18
Gander: Reported AC Sample Date/Time: 06022017 0012 Raeported AC: 0.14

Data Type: DIAG Sample Value: Pass Sample Time: 0007

Data Type: BLK Sample Vatue: 0.000 Sample Time: 0008

Data Type: CHK Sampte Value: 0.098 Sample Time: op.08

Data Type: BLK Sample Value: 0.000 Sample Time: 00:10

Data Typa: suBd Sample Valua: 0.147 Sample Time: 00:12

Data Type: BLK Sampla Value: 0.000 Sample Time: 00:13

Data Type: SuUBJ Sample Value: 0 182 Sample Yima: 00:14

Data Typae: BLK Sample Vaiue; D000 Sample Time: p0:15

Data Type: Susy Sampile Value: 0175 Sampla Time: Q017

Data Type: BLK Sample Value: ©.030 Sample Time: 00:18
Standard Type: Dry Gas Std Standard Value: 0.098 Stardard Lot Number: AGE17401-20
Standard Expiration Date: 062212018 Tank Pressura: 953 Barometric Pressure: 745 mmHg
Blow Sample Number: 1 Blow Duration: 592 sec Bilow Volume: 1450 cc End-of-Blow Time: 00:11
Biow Sample Number: 2 Blow Duration: 4.87 sec Blow Volume: 2032 ¢cc End-of-Blow Tima: 0012
Blow Sample Number: 3 Blow Duration: 555 sec Blow Volume: 1831 ¢cc End-of-Blow Time: 00:14
Hlow Samgple Number: 4 Blow Puration: 5.66 sec Blow Volume: 1716 c¢ End-of-Blow Time: 017
Test Status: Success Test Status Code: ¢} Tamper Evident Stamp: 93d6736d

Information centained heeein is maintained for the statistical and quality assurtnce purposes and is not intended to repiace of supersede the reselts printed on the
Centificate of Blood Alcoho! Analysis produced at the time of test. No inferences should be made from the relative values of the first and secand {or third) breath

samples.

Page §



FromDFS

BD47866139

O7/24/2017 12:585

#7775 P.O11/036

Instrument Sarial Number: 010584 Tast ¥ 002155 Subjed! Test
Start Date/Time: 08/0372017 00:50 Systemn Check: Passed Remote/Local: Local
Operator's Last Name: HESS First Name: DAKOTA Middle Initlal: J
Agency: Virginia State Peolice License Number: 30842
Card Serlal Number: 130842 Effective Dale: Qsigtr207 Expiration Date: D5/01/2019
Subjact's Last Name; First Name: Middle initial;
Birth Date: Driver's License: Expiration: State:
Court Name: ALBEMARLE GEN DISTCT End DateiTime: 06/032017 01.00
Gender: Reported AC Sample Date/Time: 06/03/2017 0058 Reported AC: 0.24

Data Type: DIAG Sample Value: Pass Sample Time: 00:50

Data Type: BLK Sample Value: 0.000 Sample Time: 0051

Data Type: CHK Sample Value: 0.097 Sample Time: Q0:52

Data Type: BLK Sample Vailue: 0.000 Sample Time: 00:53

Data Typs: SUBJ Sample Value: 0.258 Sample Time: 00:54

Data Type: BLK Sample Value: (4.000 Sample Time: 00:55

Data Typa: SURJ Sample Value: 0241 Sampte Time: 00:58

Data Type; BLK Sample Value; 0.000 Sample Time; 01:00
Standard Type: Dry Gas Std Standard Value: 0.096 Stardard Lot Number: AGHB1T401-20
Standard Expiration Date: 06/22/2018 Tank Pressure: 933 Barometric Pressure: 746 mmHg
Blow Sampla Number: 1 Biow Duration: 269 seC Blow Volume: 1601 cc End-of-Blow Time: 00:54
Blew Sampile Number: 2 Blow Duration: 0.53 sec Blow Volume: 455 cc End-of-Blow Time: 0057
Biow Sampla Number: 3 Blow Duraticn: 3.28 sec Blow Volume: 2017 ¢c Erd-of-Blow Time: G058
Test Status: Success Test Status Code: o] Tamper Evident Stamp: oba565hc
Instrument Seriai Number: 010584 Test #: 002156 Subject Test
Start Date/Time: 061172017 00.24 System Check: Passed Remote/Local: Local
Operator's Last Name: SACHNO, 11). First Name: ROMAN Middie Initial:
Agency: Virginia State Pohce License Number; 26597
GCard Serial Number: 126597 Effactive Date: 0t/01/2016 Expiration Dats: g4101/2018
Subject’s Last Name: First Name: Middle Initiak:
Birth Date: Driver's License: Expiration: State:
Court Name: ALBEMARLE GEN DIST End Date/Time: 06/11/2017 60:34
Gender: Reported AC Sample Date/Time: 06/11/2017 00:28 Reported AC: 014

Data Type: CIAG Sample Vaiue: Pass Sampla Time: 00:24

Data Type: BLK Sampie Value: 0.000 Sample Time: 00:25

Data Type: CHK Sample Value: 0.09% Sample Time: 0026

Data Type: BLK Sample Value: 0.000 Sample Time: 0027

Data Type: suBJ Sample Valug: 0.147 Sample Timae: 00:28

Data Type: BlK Sampla Valug: 0.000 Sample Time: 00:29

Data Type: suBy Sample Value: 0.159 Sample Time: 00:32

Data Type: LK Sample Value: 0.000 Sampla Time: 00:34
Stangard Type: Ory Gas Std Standard Value: 0.088 Stardard Lot Numbar: AGE17401-20
Standard Expiration Date: DBf22/2018 Tank Pressure: 924 Barometric Pressure: 747 mmHg
Blow Sample Number: 1 Blow Duration: 4.19 sec Biow Volume: 1684 cc End-ol-Blow Time: 00.28
Blow Sample Number: 2 Blow Duration; t.53 sec Blow Volume: 377 cc End-of-Biow Time: 00:3G
Blow Sample Number: 3 Blow Duration: 199 sec Blow Volume: 558 cc End-of-Blow Time: o
Blow $ample Number: 4 Blow Duration: 3.32 sec 8low Volume: 1709 cc End-of-Blow Time; 00:32
Test Status: Success Test Status Code; 0 Tamper Evident Stamp: Tae618d0
Instrument Serial Number: 010684 Test #: 002157 Subject Test
Start Data/Time: 06/11/2017 03.55 System Check; Passed Remoate/Local: Local
Operator's Last Name: SHERIDAN First Name: RYAN Middle Initial: D
Agency: Albemarle County FD l.icense Number: 30740
Card Serlal Number: 130740 Eftective Date: G4/01/2017 Expiration Date: 04/01/2019
Subject's Last Name: First Name: Middle Initial:
Birth Date: Driver's License: Expiration: State:
Court Namae: ALBEMARLE COUNTY JDR End Dats/Time: 08/11/2017 04:03
Gender: Regorted AC Sample Date/Time: 06/11/2017 04:01 Reported AC: 0.06

Data Type: DIaG Sample Value: Pass Sample Tima: 03:55

Daia Type: BLK Sampta Valua: 0.000 Sample Time: 0356

Oata Type: CHK Sample Value: 0098 Sample Time: 03:57

Cata Type: BLK Sample Vailue; 0.00C Sample Timsg: 03:68

Data Type: SuUBJ Sample Value: 0.071 Sample Time: 03:59

Data Type: BLK Sample vValue: 0.000 Sample Tima: D4.:00

Oata Type: suay Sample Valua: 0 065 Sample Time: 04.01

Data Type: BLK Sample Value: 0.000 Sample Time: 04:03
Standard Type: Dry Gas Std Standard Value: 0.098 Stardard Lot Number: AGE17401-20
Standard Expiration Date: 06/2272018 Tank Pressure: 924 Barometric Pressure; 747 mmHg
Blow Samgple Number: 1 Biow Duration: §.11 sec Blow Volume: 2341 cc End-of-Blow Time: 03:59
Blow Sample Number: 2 Blow Duration: 496 sec Blow Volume: 1611 ¢cc End-of-Blow Time: 0401
Test Status: Suceess Test Status Code: 0 Tamper Evident Stamp: 02109996

Information contained berein is maintained for the statistical and quality assurance purposes and is not intended to replace of supersede the results printed on the

Certificate of Blood Alcohg! Annlysis produced a1 the time of test. No inferences shovld be made from the relative values of the first and second (or third) breath

samples,
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#7775 P.O12/036

From:DF S B8047866139 Q7/24/2017 12:56

Instrument Serial Number: 010584 Test #: 002158 Subject Test
Start Date/Time: 06/1112017 0437 System Chech: Passed Remotell ocal: Locat
Operator's Last Name: MILLER First Name: BRIAN Middle Initial: J
Agency: University of Virginia P License Number: 27477
Card Serial Number: 127477 Effective Date: 10/10172016 Expiration Data: 10/01/2018
Subject’s Last Name: First Name: Middle Initial:
Birth Date: Driver's License: Expiration: State:
GCourt Name: CHARLOTTESVILLE GDC Erd Date/Tima: 06/11/2017 04:48
Gender: Reported AC Sample Date/Time: 06/11/2017 D4:44 Reported AC: 0.02

Data Type: MAG Sample Value: Pass Sample Time: 04:37

Data Type: BLK Sample Value: 0.000 Sample Time: 04:38

Data Type: CHK Sample Value: 0.099 Sample Time: 04:39

Data Type: BLK Sample Value: 0.000 Sample Time: 04:40

Data Type: SUBJ Sample Value: 0022 Sample Tima: 0442

Data Type: BLK Sampie Value: 0.000 Sample Time: 04:43

Cata Type: suUBJ Sample Value: 0.022 Sample Time: 04:44

Data Type: BLK Sample Vatug: 0.000 Sample Time: 04:45
Standard Type: Cry Gas Std Standard Vaiue: 0.058 Stardard Lot Number: AG617401-20
Standard Expiration Date: 06/22/2018 Tank Pressure: 819 Barometric Pressure: 747 mmHg
Blow Sample Number; 2 Blow Duration: 6.64 sec Biow Volume: 1801 cc End-of-Blow Time: 04:42
Blow Sample Numbar: 3 Blow Duration: 6.27 sec Biow Votume: 1845 cc End-of-Biow Time: 0444
Test Status; Success Test $tatus Code; 0 Tamper Evident Stamp: 1df52¢ee4
Instrument Seriai Numbar: ¢10584 Test #: 002158 Subject Test
Start DaterTime: 0611212017 15.05 Systern Chock: Passed Remote/Local: Local
Oparators Last Nama: KANE First Name: KATHERINE Middie Initial: M
Agency: Albemarie County PD License Number: 25145
Card Serial Number: 125145 Effective Date: 16/01/2015 Expiration Date: 106/01/2017
Subject's Last Name; First Name: Middie initial;
Birth Date: Oriver's License: Expiration: State:
Court Name: ALBEMARLE GENERAL DIST End Date/Time; 06/12/2017 15:13
Gender; Reported AC Sample Date/Time: 06/12/2017 1512 Reported AC: 0.22

Data Typa: DIAG Sampie Value: Pass Sample Time: 15:06

Data Typa: BLK Sample Valua; 0.000 Sampile Time: 15.06

Data Type: CHK Sampie Value: 0.088 Sample Time: 15:07

Data Type: BLK Sample Value: 0.000 Sampila Time: 15:08

Data Type: SUBJ Sample Value: 0.225 Sample Tima: 15:09

Data Type: BLK Sample Value: 0.000 Sarnple Time: 1511

Data Type: SUBY Sample Value: 0.2 Sample Time: 1512

Data Typa: BLK Sampie Vaiue: 0.000 Sample Time: 1513
Standard Type: Dry Gas Sid Standard Value: 0.098 Stardard Lot Numbar; AGE17401-20
Standard Expiration Date: 06/22/2018 Tank Pressure; 914 Baremetric Pressure: 747 mmHg
Biow Sample Number: 1 Blow Duration: 3.54 sec Blow Volume: 1975 ¢cc End-of-Biow Time: 15:08
Blow Sample Number: 2 Blow Duration: 372sec Blow Volume: 1858 cc End-of-Blow Tima: 1512
Test Status: Success Test Status Cade: 0 Tamper Evident Stamp: 57a1blcd

Information contaired herein is maintained for the statistical and qurlity

Certificate of Blood Alcohol Analysis produced at the time of fest.
sampics,

assurance purposes and is not intended to replace of supcrsede the results printed on the
No inferences should be made from 1he velative values sf the first and second {or third) breath

Page 8



From:DFS 8047866139 07/24/2017 12:56 #7775 P O13/036

Department of Forensic Science
Breath Alcohol Section
Instrument Maintenance History
6/2/2016 To 7/19/2017

Instrument Serial Number: 010584 As of 19-Jul-17

Maintenance Certification Technician
Date Date Initials Remarks
25-May-17 13-Apr-17 HLO (29944) REPLACED UPS BATTERY BACKUP.
13-Apr-17 i13-Apr-17  HMS (i18910) CERTIFIED
05-Oct-16 05-Oct-16  HMS (18910) CERTIFIED

Page |




From:DFS 8047866139 O7724/2017 12:56 #7775 P.O14/0D36

Department of Forensic Science
Breath Alcohol Section
Instrument Location History
4/25/2017 To 7/19/2017

Instrument Serial Number: 010584 As of 19-Jul-17
Start Date End Date Agency Name

25-Apr-17 Albemarle County Regional Jail

29-Mar-17 25-Apr-17 DFS Central Lab

Page 1




From:DFS

8047866139 O7/24/2017 12:56 #7775 P.O15/036

Department of Forensic Science
Breath Alcohol Section
Trouble Call Log
6/2/2016 To 7/19/2017

Instrument Serial Number: 010584

19-Jul-17

Dare:

24-May-17  Time:  12:51 AM Remaote; Faise Tech:  HLO (29944}  Location: Albemarte Countv Regional Tal

Indicstion: LOSS QF POWER
Problem: LOSS OF POWER UPS BACKUP BATTERY 1S BEEPING.
Techeician Response: SITE VISIT CONDUCTED. 1SSUE RESOLVED.

Resolution NO FURTHER ACTICN REQUIRED

Page |



From:DFS 8047866139 Q772472017 12:57 #775 P.O16/036

Department of Forensic Science
Breath Alcohol Section

Operator's License Verification

OPERATOR NAME: HENRY, MICHAEL P.
OPERATOR NUMBER: 25357

CURRENT AGENCY: Charlottesville PD
DATE LICENSE [SSUED: 01-Oct-16

DATE LICENSE EXPIRES: 01-Oct-18
INSTRUMENT TYPE: Intox EC/IR 1]

The above listed operator was found to meet all requirements for training and licensure
established by the Department of Forensic Science. This license is valid from the above

listed issuance date until the above listed expiration date.




From:DFS 8047866139 QOFr24/;/2017 12:57 #7775 P.O17/036
Department of Forensic Science
Breath Alcohol Section J’UD

Instrument Location History _
1/1/1990 To 4/25/2017 lﬁm@_ﬁ‘/

As of 25-Apr-17

Instrument Serial Number; 010584

Start Date End Date Agency Name

25-Apr-17 Albemarle County Regional Jail
29-Mar-17 25-Apr-17 DFS Central Lab
20-Oct-16 26-Mar-17 Falls Church PD
27-Sep-16 20-Oct-16 DFS Central Lab
i14-Apr-16 27-Sep-16 Rappahannock County SO
29-Mar-16 14-Apr-16 DFS Central Lab
21-Oct-15 29-Mar-16 Stafford County SO
05-Oct-15 21-Oct-15 DFS Central Lab
22-Apr-15 05-Oct-15 Chincoteague PD
09-Apr-15 22-Apr-15 DFS Central Lab
21-Oct-14 09-Apr-15 West Point PD

24-Jun-13 21-Oct-14 DFS Central Lab
11-Feb-13 24-Jun-13 Pittsylvania County SO
26-Nov-12 I1-Feb-13 DFS Central Lab

| 0-Mar-09 26-Nov-12 Fauquier County SO
04-Aug-08 {0-Mar-09 DFS Central Lab

Page |



From:DFS

BO4A78366139 Q772472017 12:57 #775 FP.O18/036

INTOX EC/IR I

Quality Assurance Worksheet
058y Worksheet Start Date

Instrument Serial Number

Location

Addrass

License No.

DFS Technician

I Laboratory ¥ On-Site

Sie Specification: No detrimental environmental conditions exist. '

instrument Barometer (mm HG) Reference Barcmeter (mm HG)

RB Calibration Due

Reference Barometer{RB)Serial #

Measurement Assurance Check

Standard {sea ievel) PA Target minimum maximum Sample 1 0.295

0.300 0.291 0.282 0.299 Sampie 2 0.295

Precision sample min sample max Sample 3 0.292
0.003 0.292 0.295

Standard (sea lavel) PA Target minimum maximum Sample 1 Q.097

0.100 0097 0.094 0.100 Sampie 2 0.0%6

Precision sample min sample max Sample 3 0.095
g.002 0.095 0.087

Dry gas standard Lot No. (with tank no.)

I Replaced dry gas standard (+O-fing) Supplies
Mouthpieces
¥ Instailed at Location Cerlificates of Analysis
Operator Worksheet
[T Remowed to DFS-Central Other:

Notes:

Intox EC/AR H QA Worksheet DFS Document 250-F113
Revision 7

Issued by Calibration and Training Program Manager

Issue Date: 5-December-2013 Page 1 of 2




From:DFsS 8047H66139 O7/24/2017 12:58 #7775 P.O19/036

Certification Date

Instrument Serial Number

[T Calibrated ™ Certified ¥ Measurement Assurance Check

W Instrument Test I Troubleshooting/Maintenance Worksheet Completed

{Successtul completion denotes satisfactory condition of the item )

Standard (sea level) PA Target minimum maximum Sample 1
0.250 0.00C 0.000 Sample 2
Precision sample min sample max Sampie 3

o ©.000 0.000
Standard (sea level) PA Target minimum maximum Sampie 1
0.150 0.000 0.000 Sample 2
Precision sample min sample max Sample 3

0 0.000 0.000
Standard {sea ievel) PA Target minimum maximum Sample 1
0.080 -0.003 0.003 Sample 2
Precision sample min sample max Sample 3

4] 0.060 0.000
Standard (sea level) PA Target minimum maximum Sample 1
0.020 -0.003 g.0C3 Sample 2
Precision sample min sample max Sample 3

0.000 0.000

2

All measurements are in g/210L

Estimation of Uncertainty of Measurement and traceability records are located within the Breath Alcohol Section

-3 N

DFS Technician

‘!v)‘()@%\_/ L\L%’i’\(‘*—-— Date
‘.7/,")/-"( ] Date

—

Y SIS

Issuing Analyst

DFS Decument 250-F113
Revision 7
Page 2 of 2

tntox ECAHR fl QA Worksheet JF
Issued by Calibration and Training Program Manager
issue Date: 9-December-2013




From:DFS

8047866139 Q7/24/,2017 12:658 #7785 P.O20/036

Intox EC/IR-11: Accuracy Check

Department of Forensic Sclience
Serial Number: 010584 Test Number: 2117
Test Date: 04/25/2017 Test Time: 10:55 EDT
Dry Gas Target: 0,291
Lot Number: AG628601-12 Exp Date: 10/12/2018
Tank Pressure: 110 psi Barometric Pressure: 7328 mmHg
System Check: Passed

Test g/210L Time
BLK 0.000 10:56
CHK 0.295 10:56
BLK £.000 10:58
CHK 0.295 10:59
BLK 8.000 11:00
CHK 0.292 11:01

Test Status: Success

Calibration CRC: 6%8COABS



From:DFS BO4A7866139 o7/24/2017 12:58 #7775 P.O21/036

e

ThS

Intox EC/IR-11: Accuracy Check

Department of Forensic Science
Serial Number: 010584 Test Number: 2118
Test Date: 04/25/2017 Test Time: 11:04 EDT
Dry Gas Target: 0.097
Lot Number: AG617¢01-20 Exp Date: 06,/22/2018
Tank Pressure: 1100 psi Barometric Pressure: 738 mmHg
System Check: Passed

Test g/210L Time
BLK 0.000 11:05
CHK D.087 11:05
BLK 0.000 11:07
CHK 0.096 11:08
BLK 0.000 11:09
CHR 0.085 11:10

Test Status: Success

Calibration CRC: 698COABS



From:DF S

B047866139

O7/24/2017 12:58 #7775 P.O22/038

L

COMMONWEALTH OF VIRGINIA -
DEPARTMENT OF FORENSIC SCIENCE TW

CERTIFICATE OF BLOOD ALCOHOL ANALYSIS
AS DETERMINED BY A CHEMICAL TEST OF THE ACCUSED'S BREATH

NAME OF ACCUSED

INSTRUMENT, TEST,

NAME OF COURT

DFS

BREATH ANALYSIS

SAMPLE EXAMINED AND TEST CONDUCTED BY

AGENCY

DFS8 Central Lab

STANTON, HEATHER, M
DFS LICENSE NUMBER LICENSE EXPIRES DATE TEST CONDUCTED
18910 10/01/2018 0472572017
TEST EQUIPMENT NUMPER W 3 kY
010584 %
RESULTS: TIME SAMPLE TAKEN 11317 EOT
SAMPLE'S ALCOHOL CONTENT . ¢-00 GRAMS PER 210 LITERS OF BREATH

ATTEST:

I CERTIFY THAT THE ABOVE I3 AN ACCURATE RECORIY OF THE TEST CONDUCTED: THAT THE TEST WAS CONDUCTED WITH THE TYPE OF
EQUIPMENT AND 1N ACCORDANCE WITH THE METHODS APPROVED BY THE DEFARTMENT OF FORENSIC SCIENCE; THAT THE TEST WAS

CONDUCTED 1IN ACCORDANCE WITH THE

DEPARTMENT'S SPECIFICATIONS: THAT PRIOR TO ADMINISTRATION OF

THE TEST THE ACCUSED WAS ADVISED QOF HIS RIGHT TO OBSERVE THE PROCESS AND SEE THE BLOOD ALCCOHOL READING ON THE EQUIP-
MENT USED TO PERFORM THE BREATH TEST, AND THAT [ POSSESS A VALID LICENSE TQ CONDUCT SUCH TEST. GIVEN UNDER MY HAND

TS DAY GF 20
BREATH TEST OPERATOR
CJ T HAVE RECEIVED A COPY OF THIS CERTIFICATE OF ANALYSIS
SUBIECT'S SIGNATURE
(3 SUBJECT REFUSED TQ SIGN FOR COPY OF CERTIFICATE OF ANALYSIS
OPERATCR'S SIGNATURE
EES Bocument 250-FS (Rev 1) £ OQURT

lgsue (are DTN



FramDFS 8047866139 Q72472017 12:59 #7775 P.0O23/036

IntoxNet MIS Report

Report Generated 25 Apr 2017 at 1313

W

-
Test Results
... Instrument Serial Number 010584 |
Test # 002119 Subiect Test
Test Location 1 Depantiment of Test Location 2 Forensic Science Test Location 3
Tast Data 25 Apr 2017 Test Time  11:11 Systam Check Passed
Remote/Local Local
Operator's Last Nama STANTON Oparator's First Name HEATHER Oparator's Middie Initial ¥
Agency OF5 Cenlral Lab License Number 18910
Card Serlal Number 118910 Effective Date 10/01/2016 Expiration Date 10/01/2018
Subject’s Last Name INSTRUMENT Subjact's First Name TEST
Subject's Middia Inital Subject’s Date of Birth  00/00/0000 Subject’s Sax Male
Driver's License Number Driver's License Expiration 00/00/0000
Driver's License State Court Nama DFS
End Date 25 Apr2017 End Time 11:18 Result Time 11:17 Result Date 25 Apr 2017 Result 0.00
Data Type DIAG Sample Value Pass Sample Time 111
Data Type BLK Sample Value 0.000 Sample Time 11:12
Data Typa CHK Sample Value 0.085 Sample Time 11:13
Data Typs BLK Sampie Vatue 0.000 Sample Time 11:14
Data Typse SUBJ Sample Value 0.000 Sample Time 11:15
Data Typa BLK Sample Value 0.000 Sample Time 11:16
Cata Type SUBJ Sample Valve 0.000 Sample Time 11:17
Data Typs BLK Sample vailue 0.000 Sampls Time 11:18
Standard Typs Dry Gas Sid Standard Value 0,097
Standard Lot Number AGB17401.20 Standard Expiration Date 06/22/2018
Tank Pressure 1095 Barometric Pressure 738 mmHg
Blow Sampis Number 1 Blow Duration 3.12 sec Blow Volume 1822 cc End-of-Biow Time 11:15
Blow Sample Number 2 Blow Duration 3.17 sec Blow Velume 1758 cc End-of-Blow Time 11:17

Tampar Evident Stamp 0135155 Test Status Coda 0
Test Status  Success

Page 1



From:DFS 8047866139 Q7/24/2017 12059 #7775 P.024/036

COMMONWEALTH of VIRGINIA

DEPARTMENT OF FORENSIC SCIENCE

737 NORTH $TH STREET
RICHMOND, VIRGINIA 21219
{80¢) 7866971

CALIHRATION LABORATORY
A Nationally Acoredited | abormary

CERTIFICATE OF INSTRUMENT ACCURACY

INSTRUMENT: Intox EC/IR 11
SERIAL NUMBER: 010584

DATE CERTIFICATION METHOD April 13, 2017
PERFORMED:

DATE RECERTIFICATION DUE: October 10, 2017

The above listed instrument was found 10 meet all requirements for accuracy and performance established by the
Department of Forensic Science as required by §9.1-1101 (B)(3). Measurement traceability is established
through the use of reference materials supplied by an ISO/IEC 17025:2005 accredited calibration laboratory.

Lstimation of Uncertainty of Measurement:

0.020 £ 0.004 g7210 L. 0.150x0.009 87210 L
0.080+ 0.004 g/210 L. 0.250+ 0.009 g/210L

The Uncertainty of Measurement is reported at the 99.73% level of confidence and a coverage factor of k=3.
The estimation of the Uncertainty of Measurement is calculaled for the Certification process only. Supporting

documentation is maintained by the Department.

Michelle M. Billeter
Breath Alcohol Group Supervisor

CiTY OF RICHMOND
COMMONWEALTH OF VIRGINIA

£y
The foregoing was acknowledged befpre me this 134 day of
- ,@A_i__v__ Y| by Michelle M. Billeter

Ciera N, Boxley, Notary Public T4/

My commission expires:August 31, 2018



From:DFS 8047866139 Q7/24/2017 13:00

Department of Forensic Science
Breath Alcohol Section
Instrument Maintenance History
4/13/2016 To 4/13/2017

#7765 P.O25/036

L

't(\((\&‘

Instrument Serial Number: 010584

As of 13-Apr-17

Maintenance Certification Technician

Date Date Initiais Remarks

13-Apr-17  13-Apr-17  HMS (18910) CERTIFIED
05-Oct-16  05-Oct-16  HMS (18910) CERTIFIED

Page |



From:DF S 8047866139

INTOX EC/IR |l
_Quafjtywéssgrance Work

0ansHA;

Location BrealAles

Instrument Serial Number

Address

DFS Technician

i Laboratory

Site Specification: No detrimental environmental conditions exis!.

instrument Barometer {mm HG)

Reference Barometer(RB)Serial #

Measurement Assurance Check

Reference Barometer (mm HG}

RB Calibration Due

O07/2472017 13:00 #7765 P.O26/036

>

sheet i‘\”\%
Worksheet Start Date (SRR
License No. %ﬁ!@ﬁ@

I” On-Site

r

Standard {sea level) PA Target minimum maximum Sample 1 0.304
0.300 0.301 0.310 Sample 2 0.306
Precision sample min sample max Sample 3 0.304
0.002 0.306
Standard {sea level) PA Target minimum maximum Sample 1 0.100
0.100 0.100 0.102 Sample 2 0.100
Precision sample min sample max Sample 3 0.100
0 0.100

Dry gas standard Lot No. {with tank ng.)
™ Replaced dry gas standard {+Q-ring)
™ Installed at Location

I Remowed to DFS-Central

Notes:

intox ECAR I QA Worksheet
Issued by Calibration and Training Program Manager
Issue Date: §-December-2013

Supplies
Mouthpieces
Certificates of Analysis
Operatar Worksheet

Other:

DFS Document 250-F113
Revision 7
Page 1 of 2



From:DFS

instrument Seria! Number

™ Caiibrated

¥ Instrument Test

B047866139

230584,

¥ Certified

v Measurement Assurance Check

07/24/2017 13:01

Certification Date

H77S5 P.O27/036

{™ Troubleshooting/Maintenance Worksheet Completed

{Successful completion denotes satisfactory condition of the item.)

Standard {sea ltevel) PA Target minimum maximum Sample 1 0.250
0250 0.251 0243 ¢.258 Sample 2 0.250
Preclsion sample min sample max Sample 3} 0.248
0.001 0.249 0.25¢C
Standard (sea level) PA Target minimum maximum Sample 1 0.150
0.150 0.151 0.146 0.155 Sample 2 0.150
Precision sample min sample max Sample 3 0.148
0.001 0.149 0.150
Standard (sea level) PA Target minimum maximum Sampie 1 0.079
0.080 008G 0.077 0.083 Sample 2 0.079
Precision sample min  sample max Sample 3 0.07¢
0 0.079 0.079
Standard (sea level) PA Target minimum maximum Sample 1 0.019
0.020 0.020 0.0t7 0023 Sample 2 C.018
Precision sample min sample max Sample 3 0.019
0019 a018

0

All measurements are in g/210L

Estimation of Uncertainty of Measurement and traceability records are located within the Breath Aicohol Section

Q-2 10

M\_, M%’\O&_&xﬁ Date

Date = /] \) 0

DFS Technician

T AV A

DFS Docurmnent 250-F113
Revision 7
Page 2 of 2

Intox EC/IR H QA Workshee!
issued by Calibration and Training Program Manager
Issue Date 9-December-2013



From:DFS

8047866139 07/24/2017 13:01 #7775 P.O2B/036

e,

e

Intox EC/IR-I1: Certification

Department of Forensic Sclence
Serial Number: 018584¢ Test Number: 2109
Test Date: 04/13/2017 Test Time: 03:55 EDT

Technician Initials: HMS
Dry Gas TParget: 0.251
Lot Number: J651525055-023 Exp Date: 01,05,2018
Tank Pressure: 105 psi Barometric Pressure: 763 mmHg
System Check: Passed

Test g/21CcL Time

DIAG Fass 09:55
BLK 0.000 09:56
CHK 0.250 09:56
BLK 0.000 69:458
CHK 0.250 09:58%
BLK 0.C000 1C0:00
CHK 0.249 10:01
BLK 0.000D 10:02

sSuccess

Standard Value (at sea level}: 0.250 gq/210L

Certification Status: Continued



From:DFS 8047866139 07/724/2017 13:01 HF775 P.O28/036

M

AR (“\%
Intox EC/IR-TII: Certification
Department of Forensic Science
Serial Number: 0I0584 Test Number: 27110
Test Date: 04,13/2017 Test Time: 10:04 EOT
Technician Initials: HMS
Dry Gas Target: .15
Lot Number: 0%515150753-01 Exp Date: 05/05,2017
Tank Pressure: 468 psi Barometric Pressure: 763 mmHg

System Check: Fassed

Test g/210L Time

DIAG Pass 10:05
BLK 0.000 10:06
CHK 0.150 10:06
BLX 0.000 10:08
CHK 0.150 10:08
BLK 0.000 10:106
CHK 0.149 10:10
BLK 0.000 10:12

Success

Standard Value (at sea level): 0.150 g/210L

Certification Status: Continued
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Intox EC/IR~II: Certification

Department of Forensic Science
Serial Number: 01058¢ Test Number: 7117
Test Date: 04/13,2017 Test Time: 10:17 EDT

Technician Initials: HMS
Dry Gas Target: o.080
Lot Number: 09%815080r2-04 Exp Date: 05-05,2017
Tank Pressure: 875 psi Barometric Pressure: 763 mmHg
System Check: Passed

Test g/210L Time
DIAG Pass 10:14
BLK 0.000 10:14
CHK 0.079 10:15
BLK 0.000 10:16
CHK 0.079 10:17
BLK ¢.000 10:18
CHK 0.079 10:19
BLK C.000 10:20
Success

Standard Vvalue {(at sea level): 0.08C g/210L

Certification Status: Continued
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Intox EC/IR-II: Certification

Department of Forensic Science
Serial Number: 010584 Test Number: 271172
Test Date: 04,13,/2017 Test Time: 10:232 EDT

Techniclan Initials: HMS
Dry Gas Target: 0.020
Lot Number: 09%8150207r1-02 Exp Date: 05,05/2017
Tank Pressure: 737 psi Barometric Pressure: 767 mmMg
System Check: Passed

Test g/210L Time
DIAG Pass 10:23
BLK 0.000 10:24
CHK 0.019 10:25
BLK 0,000 10:24
CHK 0.019 10:27
BLK 0.000 10:28
CHK 0.015% 10:29
BLK 0.000 10:30
Success

Standard Value {at sea level}: 0.020 g/210L

Certification Status: Success
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Intox EC/IR-I1: Accuracy Check

Department of forensic Science
5erial Number: 0103584 Test Number: 21173
Test Date: 04/1372017 Test Time: 10:34 ERT
Dry Gas Target: 0.0l
Lot Number: AG628601-0% Exp Date: 10/12/2018
Tank Pressure: I05 psi Barometric Pressure: 763 mmHg
System Check: Passed

Tast g/210L Time

BLK 0.000C 10:35
CHK 0.306 10:35
BLK 0.000 10:37
CHK 0.305 10:38
BLK 0.000 10:39
CHK 0.302 10:40

Test Status: Success

Calibration CRC: 698COABRS

Doeg not et precsion parcmedtes
WS
. 1%\
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Intox EC/IR-I11: Accuracy Check

Department of Forensic Sciehce
Serial Number: 010584 Test Number: 2114
Test Date: 04/13/2017 Test Time: 10:47 EDT
Dry Gas Target: 0.301
Lot Number: AG828601-09 Exp Date: 16/12/2018
Tank Pressure: 95 psi Barometric Pressure: 763 mmFg .
' System Check: Passed

Test g/210L Time

BLK 0.000 10:47
CHK 0.304 10:48
BLK 0.000 10:50
CHK 0.30e6 10:51
BLK 0.000 10:52
CHK 0.304 10:53

Test S5tatus: Success

Calibration CRC: 698C0ABS8
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Intox EC/IR-II: Accuracy Check
Depariment of Forensic Science
Serial Number: 0I0584 Test Number: 2115
Test Date: 04/13/2017 Test Time: 18:58 EDT
Pry Gas Target: 0.100
Lot Number: AG518601-21 Exp Date: 07/07/7017
Tank Pressure: 149 psi Barometric Pressure: 7863 mmig

System Check: FPassed

Test g/210L Time

BLK 0.000 10:59
CHK 0.100 11:00
BLK 0.000 11:02
CHK 0.100 11:02
BLK ¢.000 11:04
CHK 0.10¢0 11:04

Test Status: Success

Calibration CRC: 698COABS
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INSTRUMENT, TEST, DEFS
STANTON, HEATHER, M DFS Central Lab
18910 l0s01/2018 D4/13/72017
010584 04/13/72017
11:12 EDT
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IntoxNet MIS Report

Report Generated 13 Apr 2017 at 11:21

Test Results

07/24/2017 13:02 #7775 P.O36/036

S

(f\'f’"‘%

[_ Instrument Serial Number 010.5_83‘—_’2

Test # 002116 Subiect Test
Test Location 1 Department of
Test Date 13 Apr2017

Test Location 2 Forensic Science
Test Time  11:.06

Test Location 3
System Check Passed

Remots/Local Local

Opaerator's Last Name STANTON Operator's First Name
Agency DFS Cantral Lab
Card Serial Numhar 118910
Subject’s Last Name INSTRUMENT
Subject's Middle initial

Driver's Licanses Number

HEATHER
Effective Date 10/01/2016

Subject's Dute of Birth  00/00/0000

Operator’s Middle Initial &
Licanse Number 13910
Expiration Date
Subject’s First Name TEST

10/01/2018

Subject’'s Sex Male
Driver's License Expliration 00/00/0000

Driver's Licanse State Court Name DFS
End Date 13 Apr 2017 End Time 11:13 Recuit Time  11:12 Result Date 13 Apr 2017 Rasult 0.00
Data Typa DIAG Sample Valus Pass Sample Time 11:05
Deta Type BLK Sample Valve €.000 Sample Time 11:07
Data Type CHK Sample Value 0.100 Sampie Time 11:08
Data Typs BLK Sample Vatug 0.000 Sampla Time $1:09
Dats Type SUEJ Sampie Value 0.000 Sampie Time 11:10
Data Type BLK Sample Value 0.000 Sample Time 1111
Data Type 5SUBJ Sample Value 0.000 Sample Time 11:12
Data Type BLK Sample Valus 0.000 Sample Time 11:13

Standard Type Dry Gas Sid
Standard Lot Number AGS518801-21
Tank Pressurs 139
Blow Sample Number 1 Blow Duration 2.28 sec
Biow Sample Number 2 Blow Duration .15 sec
Tamper Evident Stamp  5fd135e9
Tast Status  Success

Standard Value 0.100
Standard Expiration Date 07/407/2017
Barometric Pressure 763 mmMg
Blow Volume 1765 cc End-of-Blow Tima 11:10
Blow Volume 1747 cc End-cf-Blow Time 1112
Test Status Coda 0O
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